The Ocular Redness Index: A Novel Automated Method for Measuring Ocular Injection

Francisco Amparo,1 Haobing Wang,2 Parisa Emami-Nacini,1 Parisa Karimian,1 and Reza Dana1

1Massachusetts Eye and Ear Infirmary, Department of Ophthalmology, Harvard Medical School, Boston, Massachusetts
2Massachusetts Eye and Ear Infirmary, Peabody Laboratory, Harvard Medical School, Boston, Massachusetts

Correspondence: Reza Dana, Massachusetts Eye and Ear Infirmary, 243 Charles Street, Boston, MA 02114; reza_dana@meei.harvard.edu.
Submitted: April 12, 2013
Accepted: June 7, 2013

**Purpose.** To develop and validate a novel automated system to assess ocular redness (OR) in clinical images.

**Methods.** We developed a novel software that quantifies OR in digital images based on a mathematical algorithm using a centesimal continuous scoring scale. Subsequently, we conducted a study to validate the scores obtained with this system by correlating them with those obtained by two physicians using two image-based comparative subjective scales, the Efron and the Validated Bulbar Redness (VBR) grading scales. Additionally, we evaluated the level of clinical agreement between the Ocular Redness Index (ORI) score and the two image-based methods by means of the Bland-Altman analysis. Main outcome measures included correlation and level of agreement between the ORI score, Efron score, and the VBR score.

**Results.** One hundred and two clinical photographs of eyes with OR were evaluated. The ORI scores significantly correlated with the scores obtained by the two clinicians using the Efron (Observer 1, \( R = 0.925, P < 0.001 \); Observer 2, \( R = 0.857, P < 0.001 \)), and VBR (Observer 1, \( R = 0.830, P < 0.001 \); Observer 2, \( R = 0.821, P < 0.001 \)) scales. The Bland-Altman analysis revealed levels of disagreement of up to 30 and 27 units for the ORI–Efron and ORI–VBR score comparisons, respectively.

**Conclusions.** The ORI provides an objective and continuous scale for evaluating ocular injection in an automated manner, and without need for a trained physician for scoring. The ORI may be used as a new alternative for objective OR evaluation in clinics and in clinical trials.

Keywords: ocular redness, conjunctival injection, ocular surface, ocular symptoms

**Abstract**

Conjunctivitis is a common presenting complaint in ophthalmology, which can range from mild conjunctival injection to severe redness. To evaluate the severity of conjunctival injection and to assess the patient's response to therapy, several methods have been described to measure ocular redness (OR). Among these, subjective grading scales are widely used, but they are time-consuming, lack objectivity, and are prone to bias. Computer-based systems capable of analyzing OR in photographs have been reported. However, these methods require specialized equipment such as spectrophotometers, specialized video cameras, and computer software has prevented their generalized adoption in the clinical or research setting.

Our aim in this study was to design a system that addresses the most common obstacles clinicians face in quantifying OR in a controlled and systematic way. We determined that this assessment system needs to be objective, leaving minimal room for subjectivity, must use a consistent and inferable scoring system, and should be easy to apply in clinical settings with differing capabilities. We also sought to develop a method that could be used by anyone, without the need for special training, and permit the facility to analyze images acquired with different photographic devices or in different file formats. Finally, we sought to design a method that could be used in varying locations, making available one universal grading system for use by several institutions, clinicians, and investigators.

Herein, we present and validate the Ocular Redness Index (ORI), a novel computer-based system to objectively assess OR in clinical photographs in a simplified and automated way.

**Materials and Methods**

This study was conducted at the Cornea Service of the Massachusetts Eye and Ear Infirmary (MEEI), Boston, Massachusetts, and was approved by the MEEI institutional review board. Research was conducted in accordance with the requirements of the Health Insurance Portability and Accountability Act, and the tenets of the Declaration of Helsinki.
Photographs

We selected clinical photographs of patients with diseases of the ocular surface from our records; primarily, dry eye and allergic conjunctivitis. Photographs of nasal conjunctivae with varying degrees of OR were analyzed. All photographs were acquired with a standard protocol using the BQ-900/IM-900 system (Haag-Streit, Koeniz, Switzerland) at ×10 magnification. Patients were instructed to gaze laterally, while eyelids were held open, to reveal the maximum amount of nasal conjunctiva. The conjunctiva was centered in the frame of the image, which included the corneal limbus, medial canthus, and both lid margins.

Clinical Scoring of Conjunctival Photographs

Two clinicians scored each photograph in a masked fashion, using the Efron grading scale (Efron) and the Validated Bulbar Redness grading scale (VBR). Both scales consist of a set of five images illustrating different degrees of OR, ranging from normal to severe, and each image is assigned a value in an order of ascending severity. Both observers scored the images in the same physical space, with the same source of illumination. There was no time limit for these observers to complete the evaluation of the photographs. Two computer monitors were used simultaneously, one to display the grading scales and a second to display the clinical photographs. The same screen color and brightness parameters were used for all scoring sessions. Scoring of photographs was performed in two different sessions per observer, one per scale, to avoid ‘sensitization’ by a previously visualized photograph.

Digital Scoring of Conjunctival Photographs

A third observer (nonclinician) scored the same set of photographs previously evaluated by the two clinicians using a computer-based system. This system is based on a software developed in Java as a series of plug-ins for the widely available image-processing platform ImageJ (a free image processing and analysis software developed by National Institute of Health, Bethesda, MD) that can be installed on any personal computer. Once the image file is opened with ImageJ, a white-balance function is made available to the operator to equalize the colors in the image, or, in the case of a series of images, to standardize the color of all images in the presence of a white reference mark.

For this study, photographs were obtained from clinical records and therefore lacked a white reference mark. Because of this, the observer selected a white spot in the image as a reference mark. Next, the observer selected the conjunctival area of interest using the provided seven-point region of interest (ROI) selection tool so as to avoid lids, cornea, and other areas not intended for scoring. In this study, all the conjunctival area exposed in the photographs was included in the ROI, with the exception of the caruncle. However, the software allows the observer to stretch the selection tool, and cover any region predetermined by a particular protocol. Finally, after the selection was made, the observer was able to obtain the redness score on a continuous centesimal (0–100) scale, with the strike of a key. Once the file was loaded, it took approximately 30 seconds to evaluate each image.

Software Algorithm

**White-Balance Correction of Images.** The purpose of white-balance correction is to remove the unrealistic color cast created by different lighting conditions during image acquisition (Fig. 1). In our study, white-balance correction was performed based on the ROI selection made by the observer using ImageJ’s ROI tools (as described above). The user selected, as a reference, a small region within the image, which did not contain blood vessels and was primarily white. The user was also advised to avoid choosing areas with specular reflections as the white reference (except for rare cases without a single white area in the image). The white-balance correction was then applied using the Von Kries approach. First, a luminous gain is calculated using the white reference region selected by the user, this gain is defined as:

$$gain = \frac{HSV \cdot v}{Avg}$$  

(1)

where HSV refers to the HUE, saturation, and value color space; V indicates the value (i.e., the amount of blackness within the color), and Avg is the averaged RGB (red, green, blue) value in the white reference selection. HSV\_V is the value component after Avg is converted to HSV space. Finally, every pixel in the image is multiplied by the gain to achieve the white-balance-corrected image (Fig. 1). Of note, our system was also designed to function with a white reference-marked photograph (e.g., incorporation of a white strip to the photograph at the time of acquisition), which, if added to photographs from different centers would render the white-balance process more accurate overall.
**Redness Quantification of Images.** After white-balance correction, the observer used the specially designed selection tool to define the conjunctival area to score. This tool is a trapezoid ROI selection tool with seven control points connected by B-spline (basis spline) curves (Fig. 2). This program reads the RGB values of each pixel in the selection and converts it to HSV space, where the value component is defined as:

\[ V = \max(R, G, B) \]  

The saturation component is given by:

\[ \delta = \max(R, G, B) - \min(R, G, B) \]  

\[ S = \begin{cases} \frac{\delta}{\max(R, G, B)} & \text{if } \max(R, G, B) > 0 \\ 0 & \text{otherwise} \end{cases} \]  

The HUE component is given by:

\[ H = \begin{cases} 
\frac{60 \times (G - B)}{\delta} + 360 & \text{if } \max(R, G, B) = R \\
\frac{60 \times (B - R)}{\delta} + 360 & \text{if } \max(R, G, B) = G \\
\frac{60 \times (R - G)}{\delta} + 360 & \text{otherwise} \\
\end{cases} \]  

Then the HUE value is mapped from [0, 360] to [0, 1] using a parabola curve (Fig. 3). The final redness value is calculated as:

\[ \text{redness} = H \times S \]  

All pixels with specular reflection are excluded from redness calculation (by excluding pixels where all three values, R, G, and B, are above 220), since specular reflections do not demonstrate true colors and artificially drag the redness score down. Originally the V (blackness) value was included in the redness calculation formula (redness = H \times S \times V), where V evaluates how pure (or dark) the red color is. However, after several tests, the V value was removed from the formula since brightness or darkness in the red color of the vessels did not ultimately determine the degree of OR. The redness score was set within the range of [0, 1], as both the H and S values were within the range of [0, 1], where zero indicates that there is absolutely no redness in the selected area, and one indicates the area is completely red. The software was programmed to average redness from all the pixels within the selected area to obtain a composite score from the region of interest. Next, we remapped the redness score from [0, 1] to [0, 100] for the practical purpose of obtaining a centesimal scale. Finally, since there are no absolute cases in clinical practice, we incorporated a finite superior limit to the scale. We selected, from the photographs with severe redness, the

**Figure 2.** (A) Shows the left eye of a patient after the ROI selection tool has been adjusted to the area to evaluate, and the OR score (10.90) has been retrieved. (B) Shows the ROI selection tool and the OR score obtained in the right eye of a patient with a higher degree of hyperemia (score, 61.07).

**Figure 3.** Parabola curve used to map the HUE value from [0, 360] to [0, 1], with a final redness value calculated as \( \text{redness} = H \times S \).
image with more OR, and set its score as the superior limit of 100. All images with equal or more redness than this case will then be scored as 100, while images with a lesser redness score will be mapped between this case [100] and zero [0] (Fig. 2).

**Statistical Analysis**

First, we calculated the correlation of the ORI scores with the scores obtained by each of the two clinicians through the Efron and VBR grading scales, by means of the Spearman’s correlation coefficient (r). Second, we assessed the level of agreement between each of the image-based scales and the ORI using Bland-Altman analysis to compare the new technique to the established ones.

However, in order to compare two medical methods of measurement with the Bland-Altman analysis it is necessary that both methods use the same scale. Of the three studied methods used to evaluate OR, only the Efron scale is not based on a centesimal (0–100) scale, we selected this scale because it consists of a more extensive visual scale than other image-based scales. It is comprised of five categories, which are representative of levels of clinical redness similar to the five categories in the VBR scale (i.e., normal, mild, moderate, severe, and very severe). We transformed the Efron scores to centesimal values using the values in the VBR for the corresponding image, that is: 0, 1, 2, 3, 4 for 10, 30, 50, 70, and 90, respectively. We transformed the Efron scores to centesimal values using the values in the VBR for the corresponding image, that is: 0, 1, 2, 3, 4 for 10, 30, 50, 70, and 90, respectively. Statistical differences among the scores’ means were evaluated using the Kruskal-Wallis and Dunn’s test for multiple comparisons.

Statistical significance was set with a P value of less than 0.05. Statistical software SPSS, Version 18.0 (SPSS Inc., Chicago, IL) and GraphPad Prism 5.0 (GraphPad Software, San Diego, CA) were used to analyze the data.

**RESULTS**

We analyzed 102 clinical photographs with different degrees of ocular injection. Conjunctival redness scores obtained using the three methods detailed above expressed as mean ± SEM, as follows: Observer 1, Efron 1.96 ± 0.1, VBR 46.3 ± 2.5; Observer 2, Efron 1.91 ± 0.1, VBR 47.3 ± 2.3; Observer 3, ORI 47.4 ± 2.4. After conversion to centesimal values, Efron scores were as follows: Observer 1, 48.2 ± 2.1, and Observer 2, 49.0 ± 2.0. There were no statistically significant differences between the means of the ORI and the VBR or Efron scores obtained by the two clinicians (P = 0.60).

We found a strong, positive, and statistically significant correlation between the Efron and ORI scales: Observer 1, R = 0.925, P < 0.001; Observer 2, R = 0.857, P < 0.001; and between the VBR and ORI scales: Observer 1, R = 0.830, P < 0.001; Observer 2, R = 0.821, P < 0.001 (Fig. 4).

We used the VBR and the converted Efron centesimal scores to compare mean differences between image-based grading scales and the ORI with the Bland-Altman method. This analysis indicated that the 95% limits of agreement between Efron and ORI ranged from −29.8 to 25.9 (bias −2.0) for Observer 1, and from −29.8 to 25.9 (bias −2.0) for Observer 1, and from −25.2 to 21.7 (bias −1.8) for Observer 2. Interobserver limits of agreement between Observers 1 and
DISCUSSION

In this study, we present a new method to objectively grade OR in clinical images using a system that employs a specially designed computer-interface to evaluate OR in photographs of human eyes. With this method, ORI, we were able to score OR in photographs acquired under different conditions and by different personnel at our clinic. We demonstrated our ORI scoring method to be intuitive, efficient, and user friendly, allowing evaluation of a large number of images in a short period of time. The software effectively assigned a score, in a (finite) centesimal scale, to images showing a wide range of OR.

The ORI performed well when evaluating OR, as revealed by the lack of significant differences (Kruskall-Wallis test) and low bias (Bland-Altman analysis) between the mean redness scores among the three scaling methods studied. Additionally, this was supported by a strong and statistically significant correlation between the ORI and the two image-based scales scores. However, the Bland-Altman analyses revealed that neither of the two image-based scales consistently provided matching individual scores for a given image when compared with the ORI scores (wide limits of agreement), with differences of up to 30 units in a centesimal scale. Interestingly, when the scores from the two studied image-based scales were compared by Bland-Altman analysis, they also did not consistently render similar scores. This observation maintained no matter whether the comparison was made between the VBR and Efron scores obtained by the same observer, or when comparing scores obtained with the same scale by two different observers.

This study has some limitations, including those related to its retrospective design. The ORI is designed to function with a reference mark placed into each photograph at the time of acquisition, which allows for white balance standardization of all photographs. However, in this study the photographs evaluated were obtained from clinical records and were, thus, without white reference marks placed at the time of acquisition. This added a level of subjectivity when the observer selected a white spot on the images for the purpose of adjusting color balance. Despite this potential source of bias, the scores obtained with the ORI showed high correlation with those obtained using the image-based scoring scales.

Another limitation of this, and any other study evaluating OR, is the fact that no method has, thus far, been recognized as a "gold standard." For this reason, it is difficult to compare and objectively assess the performance of any new method developed to evaluate OR. While Bland-Altman analysis will reveal both clinical differences and agreement between an accepted method and a new method of measurement, it is impossible to determine which of the two methods is superior without a point of reference or "gold standard." Lack of consistency in the units of measurement, from instruments assessing OR, is another major factor precluding reliable comparison between different methods. We chose the VBR and Efron scaling systems to compare with the ORI since these two scales are routinely used in clinical settings and their validity has been previously reported. The VBR method uses a centesimal scale adapted to five categories. While the Efron method uses a different scale, it is based on five categories that represent differing levels of clinical redness similar to those of the VBR. Therefore, in order for us to be
A Novel Automated System to Measure Redness

able to perform a Bland-Altman analysis (which requires that the two methods to be compared use the same unit of measurement), we converted the Efron scale to a centesimal scale, based on the similarities of the categories in the two methods.

Image-based scales base their scores on categories (five in the cases of Efron and VBR). In order to assign an image to one category or other, an observer has to arbitrarily choose between the two categories, without the option of a halfway score. Therefore, it is not surprising to find differences of 20 or more units in an image scored by different observers, or by the same observer using two different image-based scales. The disagreements shown by the Bland-Altman analyses appear to reflect the fact that there are 20-unit steps between each category in the studied image-based scales. This illustrates one of the most important characteristics of the ORI, that is, the use of a continuous scoring scale, which permits the assignment of different scores to images with close levels of redness. One of the key advantages of this characteristic of the ORI method is that it is more likely to discriminate clinical changes within the same individual over time, providing a clinical trials investigator with an objective parameter to determine improvement or treatment effectiveness.

In summary, this study demonstrates that the ORI is a reliable method for grading OR even when applied by a nonclinically trained observer. Its algorithm is able to process images with different degrees of redness addressing heretofore common problems related to image acquisition, such as lighting and color imbalances. The use of a centesimal continuous scale of measurement lends simplicity to the clinical interpretation of the results and allows for more objective comparison and analysis of the data obtained. While image-based comparative scales and noncomparative methods based purely on clinical observation remain valid assessment tools for use in the clinic, given their ease of use in this setting, an objective and translatable method of OR assessment of clinical photographs is warranted for controlled studies and comprehensive clinical follow ups.

Acknowledgments

Supported by a grant from the National Institutes of Health (Grant K24 EY019098).

Disclosure: F. Amparo, None; P. H. Wang, P. P. Emami-Nacini, None; P. Karimian, None; R. Dana, P

References