Collision Judgment When Using an Augmented-Vision Head-Mounted Display Device

Gang Luo, Russell L. Woods, and Eli Peli

PURPOSE. A device was developed to provide an expanded visual field to patients with tunnel vision by superimposing minified edge images of the wide scene, in which objects appear closer to the heading direction than they really are. Experiments were conducted in a virtual environment to determine whether users would overestimate collision risks.

METHODS. Given simulated scenes of walking or standing with intention to walk toward a given direction (intended walking) in a shopping mall corridor, participants (12 normally sighted and 7 with tunnel vision) reported whether they would collide with obstacles appearing at different offsets from variable walking paths (or intended directions), with and without the device. The collision envelope (CE), a personal space based on perceived collision judgments, and judgment uncertainty (variability of response) were measured. When the device was used, combinations of two image scales (5 × minified and 1:1) and two image types (grayscale or edge images) were tested.

RESULTS. Image type did not significantly alter collision judgment (P > 0.7). Compared to the without-device baseline, minification did not significantly change the CE of normally sighted subjects for simulated walking (P = 0.12), but increased CE by 30% for intended walking (P < 0.001). Their uncertainty was not affected by minification (P > 0.25). For the patients, neither CE nor uncertainty was affected by minification (P > 0.15) in both walking conditions. Baseline CE and uncertainty were greater for patients than normally sighted subjects in simulated walking (P = 0.03), but the two groups were not significantly different in all other conditions.

CONCLUSIONS. Users did not substantially overestimate collision risk, as the ×5 minified images had only limited impact on collision judgments either during walking or before starting to walk. (Invest Ophthalmol Vis Sci. 2009;50:4509–4515) DOI: 10.1167/iovs.08-2916

Diseases such as retinitis pigmentosa, choroideremia, and glaucoma may cause severe peripheral visual field (VF) restriction (known as tunnel vision), which greatly impairs mobility.1–4 Presenting a minified view of a scene may help the patients cope with the mobility problems arising from a restricted VF. Minifying devices proposed for this purpose include handheld divergent lenses,5 reversed telescopes,6,7 amorphic lenses (reversed telescopes that minify only horizontally) in constant use8 or in bioptic configuration,9 and a video remapper (head-mounted display that presents minified images captured by a video camera).10 However, when the VF is expanded with these visual aids, the ability of central vision to discern fine details (e.g., reading small letters) is compromised.

Peli and colleagues11,12 have developed an augmented-vision head-mounted display (HMD) system based on a principle of spatial multiplexing, whereby minified edge images of the ambient scene are superimposed over the wearer’s natural view seen through an optical see-through display. Because edge pixels in the display occupy only a very small portion of the field of view, the edge images minimally occlude the wearer’s see-through view. Thus, the image quality of the see-through view is almost as good as the unobstructed view, yet the device can provide additional information about the peripheral scene to the wearer. Although the peripheral information provided by the minified edge images is coarse, we have shown that it can reduce search time and increase directness of gaze path of patients when they look for objects outside their VFs.13 Figure 1 shows such an augmented view provided by the HMD device. It is a photograph captured directly through the augmented-vision spectacle lens. The superimposed edge image is approximately 5× minified. It allows a patient with a small VF (for example, 15°) to look forward at the door and still be able to notice the presence of a person on the left and the trash bin on the right. The 16° × 12° white rectangle is the boundary of the see-through display and represents an 80° × 60° field in the real scene.

As the augmented-vision HMD device is see-through, it does not obstruct the view of the real scene. Thus, collision judgments can be made by first detecting an obstacle in the minified edge view and then looking at the real object through the transparent display. However, it is preferable for the judgment to be based on the minified edge view alone. If patients can make effective judgments from the minified view only, without the need to move their eyes or heads toward real objects, collision-avoidance responses would be faster and the device may have wider acceptance. When using the minified edge view, perceived directions of objects may appear much closer to gaze points than they really are. A major concern about using this device was that this change in presented visual direction could be detrimental to collision judgment. If patients overestimate the risk of collision with objects seen in the minified edge view, it could provoke many unnecessary collision-avoidance maneuvers, and may discourage use of the device. To address this concern, we conducted a collision judgment study in a safe and controlled virtual environment. The major question—whether minified edge images had a substantial impact on collision judgment—was examined in normally sighted subjects and tunnel-vision patients by measuring the perceived likelihood of collision.

METHODS

Normally sighted subjects and patients with tunnel vision performed a collision judgment task while standing before a large virtual environment display. Judgments were made with a natural view of the scene (baseline) or with the augmented-vision device. The augmented-vision view was either 1:1 scaled or minified in either grayscale or edge image type. The presented scene either simulated a walk through a shopping
We created a virtual shopping mall corridor using mapping software. It featured virtual obstacles that could collide with a human-size adult obstacle.

**Virtual Obstacle Course**

We designed a virtual shopping mall corridor to test participants' ability to evaluate collision risk. The corridor was an infinitely long, 10.4-meter-wide virtual environment with a tile-textured floor and textured walls. Scenes included pictures of storefronts and objects such as benches and vending machines.

**Test Conditions**

We were interested in how participants would make collision judgments when looking at minified images of static obstacles. We tested whether participants would collide with stationary objects or make physical contact if they continued walking in the same direction (simulated-walk experiment) or if they continued walking in the same direction and then turned to walk toward a marked direction (intended-walk experiment). The participants made forced choices even if they were uncertain about their decisions.

For the simulated-walk experiment, the apparent walking speed was 1.5 m/s while the participants actually stood still (to limit the impact of fatigue). Each participant was tested with and without the augmented-vision device. When the device was used, combinations of two image types (grayscale or edge image) and two image scales (5× minified or 1:1) were tested. The 1:1 scale was achieved by using a camera lens with the same field of view as the display. As we did not find any effect of image type (see Results), we only used the edge image type with the two scales in the subsequent intended-walk experiment.

In the minified image conditions, participants were able to view the equivalent of an 80° × 60° field of view covering most of the projection screen. In 1:1 scale conditions, the participants had a 16° × 12° field of view of the screen, so they often moved their heads to scan the screen to spot obstacles. In this condition, it usually took longer for the participants to find obstacles due to restricted field of view. If the obstacle was not detected, the trial was ended.
Participants

Twelve normally sighted subjects participated in the simulated-walk experiment (aged 22 to 58 years; visual acuity of tested eyes: 20/15 to 20/26; 8 males). Twelve normally sighted subjects participated in the intended-walk experiment (aged 24 to 62 years; visual acuity of tested eyes: 20/15 to 20/26; 6 males). Eight subjects participated in both experiments. Six subjects used the left eye in the simulated-walk experiment, and five subjects used the left eye in the intended-walk experiment. Fifteen of the 16 normally sighted subjects had very limited experience with the augmented-vision device, or no prior experience at all. They were given less than 10 minutes to be familiar with the device before testing.

Seven male patients with tunnel vision (due to retinitis pigmentosa or choroideremia) participated in both experiments (aged 40 to 67 years; visual acuity of tested eyes: 20/26 to 20/66; maximum horizontal width of the VF of viewing eye: 6 to 16 deg.). Five patients used their left eye. No patient had residual peripheral islands (Goldmann V4e). Most patients had a VF that was smaller than the display, so they had to scan to detect the obstacle in all viewing conditions. Six of the seven patients had prior experience with the augmented vision device as participants in our previous studies.13,16 The patient without prior experience spent approximately 30 minutes becoming familiar with the device before testing.

The research followed the tenets of the Declaration of Helsinki. Participants signed an informed consent form approved by the Schepens IRB.

Data Analysis

For each participant, the yes/no responses were assigned numeric values (yes = 1, no = 0), and these values at different path offsets were fitted with a cumulative Gaussian function separately for the right and left obstacles (Fig. 4). We defined the mean of the corresponding Gaussian functions as the perceived safe passing distance (PSPD) for left or right obstacles, and the standard deviations of the Gaussian functions were defined as the judgment uncertainty (Woods RL, et al. JOVS 2003;44:ARVO E-Abstract 4521). Collision envelope (CE) size was calculated by summing the PSPD for both sides. The CE reflects the size of a space within which the likelihood that an obstacle was judged to cause collisions is at least 50% (not actual collision chance). We have also analyzed the same response data using a safer criterion for PSPD, the 20% point of the cumulative Gaussian function, and the outcomes were not substantially different from those using the 50% point.

Repeated measures ANOVAs and paired t-tests were primarily used in statistical analyses for normally sighted subjects. As the number of tunnel-vision patients was small, we used Wilcoxon nonparametric test for patients. When the two groups were compared, we used the two-sample Kolmogorov-Smirnov nonparametric test. Effects with significance, P < 0.05, were considered to be statistically significant. SPSS 11.5 (SPSS, Chicago, IL) was used to conduct the statistical analyses.

RESULTS

Normally Sighted Subjects

To test the main hypothesis, that use of the miniﬁed view would substantially increase perceived collision risk, we compared CE without the device (baseline) to the CE with the device. When the augmented-vision device was used in the simulated-walk experiment, neither image scale (miniﬁed or 1:1; repeated measure ANOVA, F1,10 = 0.02, P = 0.89) nor image type (grayscale or edge; F1,10 = 0.16, P = 0.70) had an effect on the CE size. Therefore, CE data for edge and grayscale image types were combined in the subsequent analyses, and are plotted beside the baseline CE (without the device) in Figure 5A. Compared with the baseline CE (74 cm), CE with the device was not signiﬁcantly different either for miniﬁed

![Collision Judgment with HMD](https://iovs.arvojournals.org/)

**Figure 4.** Illustration of the calculation of perceived safe passing distance (PSPD) and collision envelope (CE) based on participants’ collision judgment responses. Cumulative Gaussian functions were fitted to the response data separately for the right and left obstacles. CE is the sum of PSPD for both sides.
was averaged for both sides. Figure 6 shows the judgment uncertainty in the two experiments. Overall, the judgment uncertainty was significantly smaller in the intended-walk experiment than in the simulated-walk experiment ($F_{1,22} = 41.6$, $P < 0.001$), because heading direction was provided in the intended-walk condition. Compared with the baseline condition, only when using the device in 1:1 scaled image mode in the simulated-walk experiment did the judgment uncertainty significantly increase by 4.8 cm ($T_{11} = 2.8$, $P = 0.02$). The device in minified mode in the simulated-walk condition ($T_{11} = 1.2$, $P = 0.25$) and the device in either scale ($T_{11} \leq 0.3$, $P < 0.75$) in the intended-walk condition did not significantly change the judgment uncertainty.

Patients with Tunnel Vision

Like the normally sighted subjects, use of the minified view did not substantially affect collision judgments for CE or judgment uncertainty of the patients with tunnel vision. The CE and judgment uncertainty of the seven patients are plotted in Figure 7 and Figure 8, respectively. CE based on minified edge

![Simulated-walk](image1)

![Intended-walk](image2)

![Simulated-walk](image3)

![Intended-walk](image4)

**Figure 5.** The CE of normally sighted subjects without the augmented-vision device (baseline) and with the device in 5X minified and natural scales. (a) Simulated-walk experiment ($n = 12$): Image type had no effect, so data for edge and grayscale images were combined here. CE with the device was not significantly different from that without it. (b) Intended-walk experiment ($n = 12$): CE when using the device in minified edge-image mode significantly increased by 30%, and in 1:1 scaled edge image mode increased by 11% compared to baseline. Error bars are SEM.

**Figure 6.** Judgment uncertainty of normally sighted subjects with and without the augmented-vision device in the (a) simulated-walk ($n = 12$) and (b) intended-walk experiments ($n = 12$). A lower value indicates a more consistent collision judgment. The only significant change from baseline was the 4.8 cm uncertainty increase when using the device in the natural scale mode in the simulated-walk experiment. Overall, the judgment uncertainty was significantly lower in the intended-walk experiment than in the simulated-walk experiment. Error bars are SEM.
images was not significantly different from their baseline (Wilcoxon signed rank, $z = 0.34$, $P = 0.74$) for both simulated-walk and intended-walk experiments. Like normally sighted subjects, patients had larger judgment uncertainty in the simulated-walk than in intended-walk experiment (repeated measures ANOVA, $F_{1,6} = 42.7$, $P = 0.001$). Device use did not significantly affect the uncertainty compared to baseline in either the simulated-walk ($z = 1.2$, $P = 0.24$) or the intended-walk ($z = 1.5$, $P = 0.13$) experiments.

Two-sample Kolmogorov-Smirnov tests were conducted to compare normally sighted subjects and patients for each device-use condition. Patients had a significantly larger baseline CE (105 cm) than normally sighted subjects (CE: 74 cm, $P = 0.03$) and a larger baseline judgment uncertainty (12 cm) than normally sighted subjects (7 cm, $P = 0.03$) in the simulated-walk experiment. However, for all the other conditions (simulated-walk with device and intended-walk) the two groups were not significantly different in either CE or uncertainty ($P > 0.11$).

**PSPD and Walking Conditions**

For all the participants in this study, there was an interesting difference in the PSPD between the two walking conditions. As shown in Figure 9, the PSPD was asymmetric in the simulated-walk experiment; that is, it was significantly smaller on the display/viewing side ($F_{1,17} = 14.9$, $P = 0.001$). However, in the intended-walk experiment there was no significant difference between viewing and patched sides ($F_{1,17} = 0.03$, $P = 0.87$). In either walking condition, there was no difference in PSPD between left and right eyes used in either experiment. Error bars are SEM.

**DISCUSSION**

This study investigated the impact of the augmented-vision HMD device on collision judgments. Our main finding is that viewing $5\times$ minified images did not substantially change col-
Direction discrimination model. They showed that the obstacles are large enough for the estimation of translation and could be as good as without the device (provided that the translational velocity and expansion rate of obstacles decrease proportionally with minification, the ratio between them does not change. Therefore, collision judgments with the device could be as good as without the device (provided that the obstacles are large enough for the estimation of translation and expansion in the minified view).

In the intended-walk experiment, no motion information was available. We think that the participants normalized the scale of the scene and then determined obstacle offset. Correctly associating body with the environment (where image was available. We think that the participants normalized the uncertainty of the patients (i.e., collision judgment was similar to that with direct viewing) and the image type (grayscale or edge) did not have any effect, it suggests that minified edge images can provide users with information that is as useful for collision judgment as natural color images. Therefore, the augmented-vision concept implemented in this device is promising in this regard.

It is not clear from this study why the participants' collision judgment abilities were only minimally affected by 5× minification. The absence of an effect of minification in the simulated-walk condition may be explained by Regan and Kaushal's direction discrimination model. They showed that the obstacle offset can be estimated from the ratio between the translational velocity of the obstacle and its expansion rate (e.g., very small ratios correspond to likely collisions). Because the translational velocity and expansion rate of obstacles decrease proportionally with minification, the ratio between them does not change. Therefore, collision judgments with the device could be as good as without the device (provided that the obstacles are large enough for the estimation of translation and expansion in the minified view).

In our explanations proposed above, the visual information needed for collision judgment can be derived from central vision. This is probably the primary reason why the CE of the patients was not greatly different from that of the normally sighted subjects (they only differed in baseline CE, which might be related to patients' cautiousness, as mentioned above), and why the judgments of normally sighted subjects did not change much whether they had full monocular field of view or restricted field of view or 16°x12°.

The see-through view was blocked in our experiment, while real users of the augmented-vision HMD device will have two superimposed views (the minified edge image view and the see-through natural view). This might affect their ability to judge collisions to some degree. However, we do not expect the impact to be large, as the two views are so distinct that they may be easily separated perceptually. In a previous study, even without depth difference, participants could easily ignore one view while they attended to another different view, where edge images were superimposed on color images and presented on screen. When motion cues are available, even if a user might misinterpret objects in the edge image to belong to the see-through view, potential collisions can be detected correctly, as we have shown that image scale does not affect judgment (Fig. 5A and Fig. 7). However, users must differentiate the minified view and see-through view when no motion information is available. Further studies are needed to investigate collision judgment when both views are seen simultaneously.

It is interesting to note that PSPD was asymmetric in the simulated-walk experiment, but appeared symmetric in the intended-walk experiment (Fig. 9). The asymmetry in PSPD demonstrates that our testing paradigm was capable of measuring small changes in collision judgment. This also provides evidence that participants used different information in the two experiments. The asymmetry in the simulated-walk experiment did not seem to relate to the offset of the camera (mounted on the opposite side of the display), because a similar asymmetry existed in the baseline condition, where the eye viewed directly. A possible explanation for the asymmetry is illustrated in Figure 10. For two obstacles at the same path offset, the obstacle on the viewing eye side is further away from the egocenter than the obstacle on the occluded eye side. If the distance between the egocenter and the viewing eye is taken into account by the visual system (e.g., body self-awareness), the participant might require a larger safety margin to the occluded eye side and reduce the extra safety margin for the viewing eye side accordingly. Thus, obstacles with symmetric path offset for the egocenter appear to be at different distances from the viewing eye (i.e., smaller on the viewing eye side and larger on the occluded eye side). According to this explanation, the difference between PSPDs for both sides should be equal to the interpupillary distance. The actual difference in the baseline condition was found to be 5.4 cm, which is not significantly different from the typical inter-pupil-
lary distance of 6 cm ($T_{18} = 0.2, P = 0.83$). In the intended-walk experiment the heading direction was clearly indicated by a vertical line. The participants only needed to judge how far obstacles were from that direction, so they did not need to make compensation for monocular viewing. Thus, the PSPD judgment should be expected to be symmetric, as was found. This hypothesis needs to be confirmed by further investigation.

Parallax due to the offset between the temple-mounted camera and the monocular display on the opposite side is potentially a cause for concern with the HMD device. This camera mounting was dictated by cosmetics and to balance the weight of camera and display. The parallax resulting from the camera placement might affect collision judgments. In our study, the 2D presentation of the virtual world appeared the same to the camera and the viewing eye despite the offset, so the parallax was not simulated. In this situation, the PSPD asymmetry was present in both with- and without-device experiments, which might be explained by the hypothesis we proposed in Figure 10. In actual use the perspectives from the camera and viewing eye are slightly different, depending on distance. The effect of this parallax on collision judgment needs to be investigated in future studies. However, we do not expect any effect of the 10 cm parallax to be large.

In conclusion, relying on minified edge images, as provided by the augmented-vision HMD device, did not materially affect collision judgment. The device has the potential to provide mobility assistance to people with severely-restricted peripheral vision.

Acknowledgments

The authors thank Lee Lichtenstein, Timothy McIvor, Stephanie Murray, and Amy Doherty for help in data collection.

References